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Abstract: Galvanometers are ubiquitous in point-scanning applications in optical imaging,
display, ranging, manufacturing, and therapeutic technologies. However, galvanometer perfor-
mance is constrained by finite response times related to mirror size and material properties.
We present a model-driven approach for optimizing galvanometer response characteristics by
tuning the parameters of the closed-loop galvanometer controller and demonstrate settling time
reduction by over 50%. As an imaging proof-of-concept, we implement scan waveforms that take
advantage of the optimized galvanometer frequency response to increase linear field-of-view,
signal-to-noise ratio, contrast-to-noise ratio, and speed. The hardware methods presented may be
directly implemented on galvanometer controllers without the need for specialized equipment and
used in conjunction with customized scan waveforms to further optimize scanning performance.

© 2021 Optical Society of America under the terms of the OSA Open Access Publishing Agreement

1. Introduction

Scanning technologies are integral to a broad range of optics applications including microscopy
[1-4], ophthalmoscopy [5-8], optical coherence tomography (OCT) [9], optical ranging (LIDAR)
[10], and prototyping and manufacturing [11-14]. The most commonly used scanning technolo-
gies can be divided into four categories: resonant scanners, polygon scanners, acousto-optic
deflectors (AODs), and galvanometer scanners. The temporal response of these devices is
bandlimited and the corresponding finite settling time of the scanner fundamentally limits
performance parameters such as scanning speed, linearity, trajectory, field-of-view (FOV), and/or
resolution.

1.1. Resonant scanners

Resonant scanners have high scanning speeds (> 10 kHz line rate) and low power consumption,
making them ideal for microscopy [15-17], OCT [18], light-sheet imaging [19], and adaptive
optics [6,20-22]. Compact form-factor microelectromechanical system (MEMS) resonant
scanners are also often used in displays and laser scanning systems [23,24]. However, resonant
scanners are limited in their ability to randomly target regions-of-interest (ROIs) because they
must be driven with sinusoidal waveforms close to their resonant frequency. While the amplitude
of the resonant scan waveform can be modulated, sampling along the sinusoidal scan trajectory
is necessarily nonlinear and requires additional calibration, nonlinear analog-to-digital converter
(ADC) sampling, or post-processing to relinearize the acquired images [25-27]. Nonlinear
scanning also results in nonuniform illumination/optical power deposition across samples, which
contribute to increased tissue damage and photobleaching at the edges of the FOV where dwell
time is increased in fluorescence applications. Acousto-optic and electro-optic modulators can be
used to modulate laser intensity across the field, but these methods significantly increase system
cost and complexity [28].
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1.2. Polygon scanners

Polygon scanners combine a high-speed motor with multiple mirror facets to achieve > 100 kHz
line rates [29-34]. The lack of oscillatory elements enables constant linear velocity scanning
over large FOVs. However, the facet size and rotation speed of polygon mirrors are fixed and,
thus, also fix the FOV and minimum ADC sampling requirements. In addition, all detection
electronics are generally required to be synchronized off of the polygon clock. Manufacturing
and assembly of polygon mirror facets can also introduce defects that result in facet-to-facet
angle variance, facet radii variance, surface nonuniformity, and surface reflectance differences
[35]. Polygon mirror scan angles are directly proportional to the number of facets, thus, requiring
custom-designed scan optics to match specific mirror geometries. The size of polygon mirrors is
also proportional to the aperture size and number of facets, which generally precludes applications
in space constrained devices, such as compact handheld devices. Applications that require
descanning or two-dimensional scanning will also require complex system geometries and
additional scanning/translational elements.

1.3. Acousto-optic deflectors

Acousto-optic deflectors (AODs) are primarily used in applications requiring extremely high-
speed scanning (> 1 MHz line rate) or randomly addressable scan trajectories because they do
not require mechanical elements [36—-38]. However, the diffraction angle of AODs is wavelength-
dependent and induces chromatic dispersion that is coupled with group velocity dispersion
induced by the AOD. AODs also suffer from significantly lower power throughput compared to
reflective scanners (60% vs. >90% optical efficiency) due to both material dispersion and loss
to multiple diffraction orders [39]. Spatial and temporal broadening requires precompensation
using prism pairs or diffraction gratings, which increase system cost, complexity, and optical
loss [40]. Furthermore, the small aperture of these devices limits the maximum deflection angle
and number of resolvable spots, thereby reducing the FOV and spatial resolution of the system.
The wavelength-dependent deflection of AODs also prevents its use in systems that require
descanning, such as in fluorescence imaging.

1.4. Galvanometer scanners

Galvanometers are the most commonly used scanners for biomedical imaging [41-44] due to
their moderate speed (> 1 kHz), low step response times (~100 us for 3 mm apertures), and high
positional accuracy [45]. Additionally, closed-loop controller feedback of mirror position can
be used to optimize galvanometer inputs to improve linearity and minimize positional errors.
Compared to resonant scanners, closed-loop galvanometers enable imaging of a large FOV
with high linearity and adjustable speed. Galvanometers also do not suffer from facet-to-facet
variability as compared to polygon mirrors or high loss and dispersive effects as compared to
AODs. In addition, galvanometer pairs can be used to randomly address scan trajectories to target
ROIs.

Despite the aforementioned advantages of galvanometers, their performance is directly related
to response time optimizations specific to mirror size, material stiffness, weight, and alignment
[45]. Previously demonstrated methods for scanner optimization include iterative learning control
[46,47], Landweber-based deconvolution [48], and optimization of input scan waveform shape,
frequency, and amplitude [49-51]. However, these methods are dependent on a specific input
scan waveform and are not robustly suitable for imaging applications that require changing the
FOV, speed, or sampling density of the scan. Here, we take advantage of the closed-loop feedback
of proportional-integral-derivative (PID) controllers to optimize the response of galvanometer
scanners to arbitrary input waveforms. By modifying fundamental PID parameters (e.g., error
proportional gain and low and high frequency damping gains), it is possible to significantly
improve galvanometer controller frequency response and reduce settling time [52-54]. We show
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that we can halve galvanometer response time to enable high speed imaging of dynamics and
increased scanning FOV, which can have broad-ranging benefits in object detection, ranging, and
tracking as well as other scanning applications. As a proof-of-concept, we perform functional
ophthalmic imaging using optical coherence tomographic angiography (OCTA) [55], and propose
several software optimization methods that leverage optimized galvanometer response times to
further improve imaging performance.

2. Methods
2.1. Experimental setup

Small (X) and large (Y) galvanometer mirrors with 5 mm pupil diameters (Saturn 5B, ScannerMax
— Supplement 1 Fig. 1) were interfaced with a custom 400 kHz swept-source OCT engine [56,57].
Image acquisition and galvanometer scanning were synchronized using an external laser line
trigger and data acquisition device (USB-6351, National Instruments). A field-programmable
gated array (cRIO-9053, National Instruments) was used to stream X and Y-mirror positions
from the analog output channels of the galvanometer PID controller (MachDSP, ScannerMax)

(Fig. 1(a)).
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Fig. 1. Measurements of galvanometer step response. (a) Experimental setup. A DAQ device
generates X- and Y-mirror position outputs for each laser line trigger. The galvanometer
controller processes the input signals and outputs them to the mirrors. A FPGA simultaneously
measures the mirror positions directly from the controller. (b) Simplified diagram depicting
imaging of the tilted reflector, which enables sampling of galvanometer position as a function
of depth. (c) Processing and extraction of position waveforms from optical measurements.

2.2. Optimization criteria

Closed-loop feedback of the galvanometer controller facilitated hardware optimization by
providing access to basic tuning parameters (error proportional servo gain, low and high
frequency damping gain, position error integral gain, and position proportional gain) and several
intermediate tuning parameters (Supplement 1 Fig. 2). For optimization, a settling time criteria
was chosen as it provides a quantitative metric describing the performance of the PID controller
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for different tuning parameter values and is a direct reflection of the frequency response of the
system [58]. Here, the time that the mirror took to settle to its final position within an error
band after a step response was denoted as the total settling time. In this imaging demonstration,
this error band was set to the lateral resolution limit of the imaging system (11.1 um) since
oscillations below the resolution limit cannot be resolved.

Galvanometer step responses and corresponding settling times were measured electronically
using mirror positional outputs from the galvanometer PID controller (Fig. 1 (a)). PID positional
outputs were validated against optical interferometry measurements made by imaging a tilted
reflector with a flat scattering surface (Fig. 1(b) and (c)). Interferometric measurements allowed
remapping of lateral galvanometer scan positions to axial displacements scaled by the tangent
of the tilt angle, which effectively enables measurement of galvanometer angular position with
arbitrary accuracy up to the image signal-to-noise (SNR) limit (Fig. 1(b)). This allowed for
significantly higher spatial resolution than would otherwise be possible using standard test-chart
measurements, which are sampling-limited by the convolution of imaging spot size and test-chart
feature size.

The Y-mirror settling time for different input step function amplitudes and manufacturer
provided PID tuning parameters were measured both electronically and optically (Fig. 2 and
Supplement 1 Table 1). Manufacturer PID tunings were designed to have high position accuracy
(Tuning 1), high position accuracy and bandwidth for stable scanning at high speeds (Tuning 2),
and high bandwidth (Tuning 3). A total of 100 electronic and optical measurements were acquired
for each tuning and step amplitude combination. Tilted reflector depth profiles were 5-averaged
to reduce noise and measurement variability, and position waveforms were referenced to the
axial intensity peak. Electronic and optical measurements of settling times and positions were
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Fig. 2. Comparison of electronically and optically measured galvanometer step response.
Top row: Optically (dashed) and electronically (solid) measured Y-mirror step response and
settling times (crosses and circles) for three manufacturer provided tunings at input step
function amplitudes 1.6 mm, 3.2 mm, 4.8 mm, 6.4 mm, and 8 mm. Bottom row: Settling
times for each tuning at different step amplitudes show no statistical differences between
optical and electronic measurements (p > 0.05, n=100).
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equivalent (Fig. 2, top row) and statistical analysis showed no significant difference (p > 0.05)
between the methods (Fig. 2, bottom row). Large standard deviations in the optical measurements
are from underdamped responses caused by ringing of the mirror during settling that was
likely filtered by the PID controller onboard electronics and not present in the corresponding
electronic measurements. This was not a limitation of the electronic measurements, because
the mean settling time in underdamped cases were consistently higher than critical damping
cases and subsequently removed from the galvanometer optimization search space. Given this
validation data, all subsequent measurements were made electronically, which obviated the need
for image post-processing, showed significantly decreased measurement variability related to
spatial differences in scattering across the tilted reflector, and may be directly implemented
without specialized test equipment.

2.3. Gaussian process regression

Galvanometer optimization was performed by iteratively modifying PID tuning parameters using
manufacturer-provided controller software to minimize step response settling time. First, a sparse
sweep of the 5 basic parameters (error proportional servo gain, low and high frequency damping
gains, position error integral gain, position proportional gain) was performed. Each parameter
was incremented by a step size of 100 over a full range of 0-1000. Figure 3 shows an example of
a single optimization iteration for 2 parameters. For each set of parameters, a position waveform
was measured and the corresponding settling time was calculated as the time from the step start
to when the position waveform settled to within a lateral full-width at half-maximum (FWHM)
spot size (11.1 um) of the final steady-state position (Fig. 3(a)). Parameter values that caused the
scanner to be unresponsive were excluded, resulting in a total of 10,602 unique basic parameter
configurations (Ny).

A Gaussian process regression (GPR) model of settling time values was created (MATLAB,
MathWorks) to narrow down the range of optimal basic parameter values over the complex
nonlinear parameter space. GPR is a nonparametric, Bayesian regression method with significant
performance advantages over conventional linear regression models [59,60]. In general, a
Gaussian process is defined as a multivariate Gaussian distribution where each observation acts
as a random variable. Thus, for N given data points or observations, the corresponding Gaussian
process would be N-dimensional. As a result, each data point has an associated mean and
covariance describing the probability distribution of values for that specific input. GPR modeling
begins with an assumed prior distribution that will be updated given a set of observations:

So ~ N(uo, KXo, Xo)) (1

Here, the prior settling time distribution, Sy, is defined as a joint Gaussian distribution with a
mean of py = 0 and a covariance matrix K(Xq, X), where:

k(x(l),x(l)) e k(x(l),xgv)
K(Xo, Xo) = : : (2)
W) )

The covariance matrix, K, is created by evaluating a covariance kernel function k for each
combination of inputs X that span the parameter tuning space. The most common class of
covariance kernel functions used is the Matérn class [61], which describes the similarity between
two inputs and therefore between model outputs as well. One case of the Matérn class of functions
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Fig. 3. Y-mirror settling time measurement and modeling example. (a) Raw position
waveforms and corresponding settling times (cross) for increasing error proportional servo
gain (right to left lines). (b) Heat-map aids visualization of settling time trends as a function
of tuning parameters (dashed line corresponds to settling times in (a)). (c) Raw settling time
data (cross) was used to generate a (d) 5-dimensional Gaussian process regression model
used to predict global optimum tuning parameters.
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is the squared exponential or Gaussian function:

3

)2
k(x’_x/) = 0—2 exp (_M)

212

In this case, o> and [? are hyperparameters corresponding to the signal variance and length-
scale, respectively. Gaussian processes with small signal variance produce values that stay close
to the mean while those with large signal variance tend to deviate from the mean. Furthermore,
Gaussian processes with a small length-scale tend to change rapidly while those with a large
length-scale vary more slowly and are therefore smoother. By optimizing hyperparameter values,
it is possible to generate a more robust prior distribution that better fits the signal trends of
observed data, thus improving model accuracy.

The goal of GPR is to calculate a posterior probability distribution for predicting optimal
settling time parameter values based on the initial prior settling time distribution and training
observations. Given a set of settling time observations, [x;,S;], the posterior probability
distribution, " = P(Sy|S;), can be calculated:

Posterior Mean

, K(Xo, X)) [K(X:, X)] 'S,
S~ N( B ) “4)
K(Xo, Xo0) — K(Xo, X))[K(X:, Xi)]™ K(X;, X0)

Posterior Covariance

The posterior mean formula suggests that the prior settling time mean (uy = 0) is shifted to
match the observed settling time values. Thus, inputs to the model that are closer to the observed
parameter inputs will produce mean values closer to the observed settling time values. Similarly,
the posterior covariance suggests that input parameters closer to the observed settling time inputs
will have a lower variance.

GPR model training and optimization of the kernel function and corresponding hyperparameter
values via 5-fold cross-validation was performed in MATLAB. Comparisons between optimal
GPR performance and that of conventional regression methods, such as linear regression, decision
tree regression, and support vector machine regression were also computed (Supplement 1 Table
2).

Galvanometer positional waveforms with underdamped step responses were excluded from
the training data in order to improve the accuracy of the model for identifying optimal basic
tuning parameters (Fig. 3(d)). GPR model predictions following the initial sweep showed optimal
values of 0 for position error integral gain and position proportional gain (Fig. 4(a)), allowing for
a reduction in dimensionality. A second parameter sweep was performed for the 3 remaining
basic parameters (error proportional servo gain and low and high frequency damping gains)
over a GPR predicted optimal range for each parameter with a step size of 50 (Fig. 4(b)-(d)). In
addition, intermediate PID tuning parameters (low and high frequency damping filter cutoffs)
were incremented from 5000-9000 Hz with a step size of 500 Hz for a total of 7,056 unique
tuning configurations (N3). Iterative parameter sweep and GPR model training was repeated
until global optimum basic and intermediate PID tuning parameters were identified (Supplement
1 Table 3).
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Fig. 4. Gaussian process regression predictions for the Y-mirror. (a) GPR model heat map
of settling time as a function of position error integral gain and position proportional gain.
Arrow shows minimum predicted settling time and optimal galvanometer step response
when both parameters are 0. (b)-(d) Settling time heat maps for three remaining basic PID
tuning parameters and position error integral gain and position proportional gain set equal
to 0. Dashed white boxes show the predicted optimal range of values used to narrow the
parameter search space in each dimension (arrow, minimum settling time).

3. Results

Galvanometer tuning optimization significantly reduced Y-mirror settling time as compared to
default tunings for all measured input step amplitudes (Fig. 5, p << 1E-10). Specifically, the
measured step responses show that settling time improves by 31-61% over manufacturer provided
tunings for small input step amplitudes. For large step amplitudes, the optimized PID tuning
improves settling time by 11-54%. Similarly, the optimized X-mirror tuning resulted in a 35-59%
reduction in settling time as compared to the default tunings for a 4.5 mm (2.61 degree) step
amplitude (Supplement 1 Fig. 3).

Motion during imaging integration time degrades lateral resolution by smearing the focal
spot. Galvanometer response time plays a prominent role in this loss of resolution at FOV edges
where scanning mirrors transition to and from high-speed return waveforms. Using measured
galvanometer positions during these transitions, we computed the lateral motion between serial
samples and effective lateral resolution normalized by the spot size compared against the Nyquist
criterion conventionally used in point-scanning applications (Fig. 6). Expectedly, the optimized
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Fig. 5. Optimized tuning performance comparison. (a) Optimized tuning step responses
and settling times for varying input step amplitudes. (b) Comparison between the settling
times as a function of step angle measured for each PID tuning.

galvanometer had the highest resolution loss (>4 x FWHM), but also settles below the Nyquist
sampling criterion 20-51% faster than those with default tunings. These results reiterate the

advantage of optimized settling times and highlight the importance of quantitating galvanometer

dynamics for point-scanning systems. Smeared and subsampled regions are routinely cropped

and discarded, but galvanometer response dictates the amount of discarded data and, importantly,

whether spatial resolution across the imaging FOV is uniform.

e [NPUE e TUNING 1 Tuning 2 Tuning 3 === Optimized Tuning
a 1 6 b tw 1/Line R.d-te t
4 -
=
I
= =
g L
[
S 0.8 5 °I
; 2
: f o0
> > 2 x FWHM
|52 DI AR L= S S K I i ek
2 @
h] | il "3/ _Nyquist Sampling
O L 1 1 L L 1 L 1 1 1 L L - -
0 0.2 04 0.6 0.8 1 0 0.2 0.4 0.6 0.8 1
Time (ms) Time (ms)

Fig. 6. Degradation of lateral resolution from galvanometer motion. (a) Galvanometer
position waveform during a high-speed galvanometer positional reset. (b) Corresponding
effective lateral resolution normalized by spot size FWHM.

The effect of optimized galvanometer response on point-scanning based imaging was validated
using a fine distortion target (R1LS3P, ThorLabs) with a grid size of 10 um and 50 pm spacing
(Supplement 1 Fig. 4 and 5). In addition, we demonstrated the benefits for functional OCTA
imaging (Supplement 1 Appendix A), 4D imaging of dynamic motion, and bi-directional

scanning.
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OCTA volumes were acquired in a healthy adult volunteer under an IRB-approved protocol
using a handheld ophthalmic imaging probe. Sampling parameters were chosen to densely sample
a small ROI below the central fovea of the retina (Table 1). Raster-scanning OCTA was performed
using sampling protocol 1, which included a linear scan waveform (300 lines) and sinusoidal
return waveform (500 lines) that set a fixed interscan delay of 2 ms between frames to visualize
capillary flow. Linear scanning regions were identified as galvanometer positions with error
deviations less than a spot size measured using corresponding PID controller positional readouts
(Supplement 1 Fig. 6), and the corresponding OCTA images for each tuning (Fig. 7(b)) show
that the optimized tuning has a 6-49% increase in linear FOV over the manufacturer provided
tunings. In addition to FOV differences, the nonlinear scanning regions (Fig. 7(b), (d), (f), red)
show feature deformations and degraded lateral resolution.

Table 1. Sampling protocols for OCTA imaging.

Return Volume
Sampling Linear Scan Waveform Frames per | Repeated | Interscan Acquisition
Protocol Waveform (lines) (lines) Volume Frames Delay Time
1 300 500 200 5 2 ms 2s
2 800 0 200 5 2 ms 2s
3 500 0 200 8 1.25 ms 2s

We also evaluated the robustness of our galvanometer optimization to modified scan waveforms
that benefit functional imaging by either increasing the linear FOV (Fig. 7(c) and (d)) or image
SNR and contrast-to-noise (CNR) ratio (Fig. 7(e) and (f)). The following formulas were used to
calculate CNR and SNR:

CNR = 20 * log,, | 2RO (5)
Thnoise
Ipeak

SNR = 20 * log;, p— (6)
noise

Sampling protocol 2 increases the linear FOV by extending the linear scan waveform and
removing the return waveform (Fig. 7(c)). The number of lines per frame and, thus, the interscan
delay remain constant to maintain vascular flow velocity sensitivity. Sampling protocol 2
increases the linear FOV by 134-159% over sampling protocol 1 (Fig. 7(b) and (d)). Sampling
protocol 2 effectively uses a sawtooth waveform, and since no return waveforms are explicitly
sent to the PID controller, the length of the nonlinear galvanometer positional reset period is
ultimately determined by its frequency response. Here, our optimized PID tuning increased
the linear FOV by 12-55% over manufacturer provided tunings. As expected, by maintaining
interscan delay, no significant differences in average image CNR or SNR were observed (Fig. 8(b)
and (¢)).

Optimized galvanometer response and modified scan waveforms can similarly be leveraged to
improve image CNR and SNR. Sampling protocol 3 both extends the linear scan waveform and
removes the return waveform from sampling protocol 1 to increase the linear FOV while reducing
the interscan delay. Sampling protocol 3 increases the effective imaging frame rate such that the
total number of repeated frames can be increased while maintaining total volume acquisition
time (Fig. 7(e)). Again, there is a significant increase in linear FOV (30-49%, Fig. 7(b) and (f))
and mean SNR and CNR as a result of frame-averaging (8.8% and 6.7%, respectively, Fig. 8(b)
and (c)) as compared to sampling protocol 1.

We demonstrate the benefits of optimized galvanometer response for 4D volumetric imaging
of dynamic motion by comparing conventional (300 lines, 300 return lines, 100 frames) and
optimized (370 lines, O return lines, 100 frames) sampling protocols over a 4 X 4 mm FOV (Fig. 9).
Similar to OCTA protocols, return lines refer to a dedicated sinusoidal return waveform in the
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Fig. 7. OCTA acquisition protocol comparison. (a) Sampling Protocol 1 — Conventional
OCTA scan waveform, measured position, and (b) corresponding en face OCTA projection
for dense sampling of a small ROI. Regions of linear sampling are denoted by the colored
circles. Nonlinear scan regions are highlighted in red on OCTA projections. (c) Sampling
Protocol 2 — Modified scan waveform and (d) corresponding OCTA showing increased
linear FOV by eliminating return lines between frames. (e) Sampling Protocol 3 — Modified
scan waveform and (f) corresponding OCTA showing increase in linear FOV and decreased

interscan delay.
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conventional protocol whereas the optimized protocol uses a sawtooth scan waveform without a
dedicated return waveform and galvanometer positional reset occurs in the additional 70 lines of
the scan (Fig. 7(c) and (e)). These return and reset regions were cropped, yielding identically
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Fig. 9. 4D imaging of cannula dynamic motion using (a) conventional and (b) optimized
sampling parameters. The series of acquired en face volume projections show (c) conventional
sampling at lower volume rates (6.67 Hz) compared to (d) optimized sampling (10.81 Hz).
Slower volume-rates result in discontinuities and distortion of the cannula tip (asterisk).
Nonlinear scan regions are highlighted in red and show image distortions and degraded
lateral resolution effects observed in Figs. 6 and 7.
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sized and sampled volumes with 2560 x 300 x 100 pix. (depth x lines x frames). Optimized
sampling improves volumetric imaging speed by 62% over conventional sampling, enabling
visualization of dynamic motion with fewer motion artifacts and distortions (Fig. 9(c) and (d);
Visualization 1 and Visualization 2).

Finally, we evaluated the benefits of optimized galvanometer response for bi-directional
scanning, which can be used to effectively double scan speeds. Bi-directional galvanometer
scanning can be limited by ringing at the sharp transition points, especially at higher scan speeds
[50]. Here, the positional residual error with respect to the input waveform (Fig. 10) shows that
our galvanometer optimization increases the linear FOV by 3-126% as compared to manufacturer
provided PID tunings.

e [NPUE + 11,1 UM s TUNING 1 s Tuniing 2 Tuning 3 s Optimized Tuning
a b 200f r—-—--
3 B I
=1
g E 100}
=2 3
2 e o
> 1 8-100}
%
>
0 -200
800 0 800 1600
Line Number Line Number

Fig. 10. Tuning comparison for bi-directional scanning. (a) Measured Y-mirror position
waveforms from the galvanometer controller for an input bi-directional scan waveform and
insets showing differences between tunings. (b) Position residuals used to calculate linear
regions for each tuning within the lateral resolution error band. Start and stop positions for
linear regions are shown by the corresponding colored circles.

4. Discussion and summary

Scanning technologies require robust high-speed performance. Galvanometer scanners are
not constrained by fixed frequency, fixed FOV, or highly lossy/dispersive operation that limits
resonant, polygon, and acousto-optic scanners. However, the performance of galvanometers is
fundamentally limited by frequency response, which impacts settling time, sampling linearity,
lateral resolution, and speed. By taking advantage of the closed-loop feedback unique to
galvanometer controllers, it is possible to reduce the step response settling time by over 50% as
compared to manufactured defaults. This reduction benefits applications requiring rapid scanning,
such as 4D volumetric imaging, bi-directional scanning, and real-time tracking of ROIs.

The proposed hardware optimization also has significant advantages over previously reported
methods, which are restricted to specific input waveforms. Here, we present methods of
optimizing PID tuning parameters and the corresponding frequency response of the galvanometer
controller, making the optimized tuning input-independent. As a result, it is possible to combine
both hardware and software optimizations to further improve scanner performance and tailor
scan waveforms specific to broad applications. Importantly, the method presented may be
directly implemented without the use of specialized test equipment because we demonstrated
that positional feedback from the galvanometer PID controller is sufficient for evaluating mirror
response. As a proof-of-concept, we demonstrated hardware and software optimizations to
increase linear FOV and image SNR/CNR in OCTA as well as to increase speed for rapid
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volumetric imaging. However, similar advantages can be broadly achieved in point-scanning
applications in imaging, display, ranging, manufacturing, and therapeutic technologies.
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